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and whereas the attached publication of the Bureau of Indian Standards is of particular interest 
to the public, particularly disadvantaged communities and those engaged in the pursuit of 
education and knowledge, the attached public safety standard is made available to promote the 
timely dissemination of this information in an accurate manner to the public. 
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NATIONAL FOREWORD 

This Indian Standard ( Part 4/Sec 7 ) which is identical with lEC 61000-4-7 ( 2002 ) 'Electromagnetic 
compatibility { EMC ) — Part 4-7 :Testing and measurement techniques — General guide on harmonics 
and interharmonics measurements and instrumentation, for power supply systems and equipment connected 
thereto' issued by the International Electrotechnicai Commission ( lEC ) was adopted by the Bureau oi 
Indian Standards on the recommendation of the Electromagnetic Compatibility Sectional Committee 
and approval of the Electronics and Information Technology Division Council. 

The text of the lEC Standard has been approved as suitable for publication as an Indian Standard 
without deviations. Certain conventions are, however, not identical to those used in Indian Standards. 
Attention is particularly drawn to the following: 

a) Wherever the words 'International Standard' appear referring to this standard, they should be 
read as 'Indian Standard'. 

b) Comma { , ) has been used as a decimal marker while in Indian Standards, the current practice 
is to use a point ( . ) as the decimal marker. 

In this adopted standard, reference appears to certain International Standards for which Indian Standards 
also exist. The corresponding Indian Standards which are to be substituted in their places are listed 
below along with their degree of equivalence for the editions indicated: 



International Standard 

lEC 600050-161 (1990) 

International Electrotechnicai 

Vocabulary — Chapter 161 
Electromagnetic compatibility ( 2004 ) 

lEC 61000-3-2 (1995) Electromagnetic 
compatibility ( EMC ) — Part 3-2 : 
Limits — Limits for harmonic current 
emissions ( equipment input current 
< 16A per phase ) 



Corresponding Indian Standard 

IS 1885 (Part 85) : 2003 
Electrotechnicai vocabulary — 
Electromagnetic compatibility 



IS 14700 (Part 3/Sec 2) : 1999 
Electromagnetic compatibility 

( EMC ) : Part 3 Limits, Section 2 
Limits for harmonic current emissions 
( equipment input current < ISA 
per phase) 



Degree of Equivalence 
Identical 



do 



The technical committee responsible for the preparation of this standard has reviewed the provisions of 
the following International Standard and has decided it is acceptable for use in conjunction with this 
standard: 



International Standard 
lEC 61967-1 (2002) 



Title 

Integrated circuits — Measurement of electromagnetic emissions, 1 50 kHz 
to 1 GHz — Part 1 : Measurement conditions and definitions 



Technical Corrigendum 1 to the above International Standard has been given at the end of this publication. 

Only the English language text in the International Standard has been retained while adopting it in this 
Indian Standard. 
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Indian Standard 
ELECTROMAGNETIC COMPATIBILITY ( EMC ) 

PART 4 TESTING AND MEASUREMENTTECHNIQUES 

Section 7 General Guide on Harmonics and Interharmonics Measurements and 
Instrumentation for Power Supply Systems and Equipment Connected Thereto 



1 Scope 

This part of lEC 61000 is applicable to instrumentation intended for measuring spectral 
components in the frequency range up to 9 kHz which are superimposed on the fundamental 
of the power supply systems at 50 Hz and 60 Hz. For practical considerations, this standard 
distinguishes between harmonics, interharmonics and other components above the harmonic 
frequency range, up to 9 kHz. 

This standard defines the measurement instrumentation intended for testing individual items 
of equipment in accordance with emission limits given in certain standards (for example, 
harmonic current limits as given in lEC 61000-3-2) as well as for the measurement of 
harmonic currents and voltages in actual supply systems. Instrumentation for measurements 
above the harmonic frequency range, up to 9 kHz is tentatively defmed (see Annex B). 

NOTE 1 This document deals in detail with instruments based on the discrete Fourier transform. 

NOTE 2 The description of the functions and structure of the measuring instruments in this standard is very 
explicit and meant to be talcen literally. This is due to the necessity of having reference instruments with 
reproducible results irrespective of the characteristics of the input signals. 

NOTE 3 The instrument is defined to accommodate measurements of harmonics up to the 50th order. 

2 Normative references 

The following referenced documents are indispensable for the application of this document. 
For dated references, only the edition cited applies. For undated references, the latest edition 
of the referenced document (including any amendments) applies. 

lEC 60050-161, International Electrotechnical Vocabulary - Chapter 161: Electromagnetic 
compatibility 

lEC 61000-3-2, £/ecfromagnef/c compatibility (EMC) - Part 3-2: Limits - Limits for harmonic 
current emissions (equipment input current <16 A per phase) 

lEC 61967-1, Integrated circuits - Measurement of electromagnetic emissions, 150 kHz to 
1-GHz - Part 1: Measurement conditions and definitions'^ 



1 To be published 



IS 14700 (Part 4/Sec 7) : 2006 
lEC 61000-4-7 (2002) 

3 Definitions, symbols and indices 

For the purposes of this part of lEC 61000, the definitions given in lEC 60050-161 (lEV) and 
the following, apply. 

3.1 Definitions related to frequency analysis 

Notations: The following notations are used in the present guide for the Fourier series 
development because it is easier to measure phase angles by observations of the zero 
crossings: 
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&»! is the angular frequency of the fundamental (6a, = 2;rf^); 

r„, is the width (or duration) of the time window fJ,,, = NTp Tj = l/f^); the time window is 
that time span of a time function over which the Fourier transform Is performed; 

tn 
c„, is the amplitude of the component with frequency /„, = — /„, ; 

N 

N is the number of fundamental periods within the window width; 
cq is the d.c. component; 

m is the ordinal number (order of the spectral line) related to the frequency basis 



IS 14700 (Part 4/Sec 7) : 2006 
I EC 61000-4-7(2002) 

NOTE 1 Strictly speaking these definitions apply to steady-state signals only. 

The Fourier series is actually in most cases performed digitally, i.e. as a discrete Fourier transform (DFT). 

Ttie analogue signal /i'/; to be analysed is sampled, A/D-converted and stored. Eacli group of A/ samples forms a 
time window on which DFT is performed. According to the principles of Fourier series expansion, the window width 
r„ determines the frequency resolution /„ = 1 T„ (I.e. the frequency separation of the spectral lines) for the 
analysis and thus the frequency basis for the result of the transform. Therefore, the window width 7,,. must be an 
integer multiple N of the fundamental period T, of the system voltage: T„. = N xTf. The sampling rate is in this case 
/^ = M (NTf) (where M= number of samples within T",,). 

Before DFT-processing, the samples in the time window T„ are often weighted by multiplying them with a special 
symmetrical function "windowing function"). However, for periodic signals and synchronous sampling, it is 
preferable to use a rectangular weighting window which multiplies each sample by unity. 

The DFT-processor yields the orthogonal Fourier-coefficients a„ and b„ of the corresponding harmonic frequencies 
4 = mIT,,., OT= 0, 1, 2....2'-1. However, only m values up to half of the maximum value are useful, the other half just 
duplicates them. 

\Nher\ there is sufficient synchronisation, the harmonic order n related to the fundamental frequency /i Is given by 
n = m N (N = number of periods in r„.). 

NOTE 2 The fast Fourier transform (FFT) is a special algorithm allowing short computation times. It requires that 
the number of samples M be an integer power of 2, M = 2', with ; s 10 for example. 

3.2 Definitions related to harmonics 

3.2.1 

harmonic frequency 

/„ 
frequency which is an integer muHiple of the power supply (fundamental) frequency 

3.2.2 

harmonic order 
It 

(integer) ratio of a harmonic frequency to the power-supply frequency. In connection with the 
analysis using DFT and synchronisation between/] and^ (sampling rate), the harmonic order 
n is given by w = k/N {k = number of the Fourier component, N= number of periods Jj in r,,,) 

3.2.3 

r.m.s. value of a harmonic component 

r.m.s. value of one of the components having a harmonic frequency in the analysis of a non- 
sinusoidal waveform 

For brevity, such a component may be referred to simply as a 'harmonic' 

NOTE 1 The harmonic component G„ is Identical with the spectral component C^ with * = ^ x »; (G„ = Cj,„). It Is 
replaced, as required, by the symbol 7„ for currents or by the symbol U„ for voltages. 

NOTE 2 The symbol Q represents the r.m.s. value of the spectral component C„ form = k in equation 2. 

NOTE 3 For the purposes of this standard, the time window has a width o1 N = 10 (50 Hz systems) or N - 12 
(60 Hz systems) fundamental periods, i.e. approximately 200 ms (see 4.4.1). This yields G„ = C|o„ (50 Hz systems) 
and G„ = Cx2„ (60 Hz systems). 
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3.2.4 

r.m.s. value of a harmonic group 

square root of the sum of the squares of the r.m.s. value of a harmonic and the spectral 
components adjacent to it within the time window, thus summing the energy contents of the 
neighbouring lines with that of the harmonic proper. See also equation 8 and figure 4. The 
harmonic order is given by the harmonic considered 



3.2.5 

r.m.s. value of a harmonic subgroup 

square root of the sum of the squares of the r.m.s. value of a harmonic and the two spectral 
components immediately adjacent to it. For the purpose of including the effect of voltage 
fluctuation during voltage surveys, a subgroup of output components of the DFT is obtained 
by summing the energy contents of the frequency components directly adjacent to a harmonic 
with that of the harmonic proper. (See also equation 9 and figure 6.) The harmonic order is 
given by the harmonic considered 

3.3 Definitions related to distortion factors 



3.3.1 

total harmonic distortion 

THD 

THD (symb.) 

ratio of the r.m.s. value of the sum of all the harmonic components (G„) up to a specified 

order (//) to the r.m.s. value of the fundamental component (Gj): 






<4) 



V,"i/ 



NOTE 1 The symbol G represents the r.m.s. value of the hamionic component (see 3.2.3). It is replaced, as required, by 
the symbol / for currents or by the symbol U for voltages. 

NOTE 2 The value of H Is defined in each standard concemed with limits (lEC 61000-3 series). 

3.3.2 

group total harmonic distortion 

THD 

THDG (symb.) 

ratio of the r.m.s. value of the harmonic groups (g) to the r.m.s. value of the group associated 

with the fundamental: 
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3.3.3 

subgroup total harmonic distortion 

THDS 

r//DS (symb.) 

ratio of tiie r.m.s. value of tlie harmonic subgroups (sg) to the r.m.s. value of the subgroup 

associated with the fundamental: 



THDS=\2 ■ 



^sglj 



(6) 



3.3.4 

partial weighted harmonic distortion 

PWHD 

PWHD {symb.) 

ratio of the r.m.s. value, weighted with the harmonic order n, of a selected group of higher 

order harmonics (from the order H^j^ to Hmax t° ^^^ r.m.s. value of the fundamental: 
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NOTE 1 The concept of partial weighted harmonic distortion is introduced to allow for the possibility of specifying 
a single limit for the aggregation of higher order harmonic components.The partial weighted group harmonic 
distortion can be evaluated by replacing the quantity G„ by the quantity Gg„. The partial weighted subgroup 
harmonic distortion can be evaluated by replacing the quantity G„ by the quantity G^g,,. 

NOTE 2 The values of H^^„ and H^^^ are defined in each standard concerned with limits (lEC 61000-3-series). 

NOTE 3 PWHD is defined in this standard because it is used in lEC 61000-3-4 and in (EC 61000-3-2 Ed. 2 with 
amendment 1. 

3.4 Definitions related to interharmotrics 

3.4.1 

r.m.s. value of an interharmonic component 

r.m.s. vaiue of a spectral component of an electrical signal with a frequency between two 
consecutive harmonic frequencies (see figure 4) 

NOTE 1 The frequency of the interharmonic component is given by the frequency of the spectral line. This 
frequency is not an integer multiple of the fundamental frequency. 

NOTE 2 The frequency interval between two consecutive spectral lines is the inverse of the width of the time 
window, approximately 5 Hz for the purposes of this standard. 

NOTE 3 For the purposes of this standard, the interharmonic component is assumed to be the spectral 
component Q for A ?t w x N. 

3.4.2 

r.m.s. value of an interharmonic group 

C- 

r.mjs. value of all Interharmonic components in the interval between two consecutive 
harmonic frequencies (see figure 4) 

NOTE For the purposes of this standard, the r.m.s. value of the interharmonic group between the harmonic orders 
n and « + 1 is designated as 'C,g„'; for example, the group between n = 5 and n = 6 is designated as C,y 5. 
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3.4.3 

r.m.s. value of an interharmonic centred subgroup 

C- 

isg,n 

r.m.s. value of all interharmonic components in the interval between two consecutive 
harmonic frequencies, excluding frequency components directly adjacent to the harmonic 
frequencies (see figure 6) 

NOTE For the purposes of this standard, the r.m.s. value of the centred subgroup between the harmonic orders n 
and w + 1 is designated as 'Cisa„'; for example, the centred subgroup between « = 5 and n = 6 is designated as 

3.4.4 

interharmonic group frequency 

mean of the two harmonic frequencies between which the group is situated 

3.4.5 

interharmonic centred subgroup frequency 

•fisg.n 

mean of the two harmonic frequencies between which the subgroup is situated 

3.5 Notations 

3.5.1 Symbois and abbreviations 

In this standard, voltage and current values are r.m.s. unless otherwise stated. 

a amplitude coefficient of a sine component in a Fourier series 

b amplitude coefficient of a cosine component in a Fourier series 

c amplitude coefficient in a Fourier series 

d distortion factor 

/ frequency; function 

A fundamental frequency 
/^ sampling rate 

J V:i 

p value of a cumulative probability function, expressed as a percentage 

t running time 

X sampled value 

B bandwidth 

C r.m.s. value of the spectral line 

D weighted distortion factor 

Fc frequency component 

H the order of the highest harmonic that is taken into account 

Hz hertz 

/ current (r.m.s. value) 

K number of windows In 3^s interval 

M integer number; number of samples within the window width 

N number of periods within the window width 

P power 

PCC point of common coupling 

T time interval 

T^ fundamental period 

r„, ATT, (window width) 

U voltage (r.m.s. value) 
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angular frequency 

angular frequency of the fundamental 

phase angle 



3.5.2 indices 

b centre-band frequency 

y running-integer number 

k running-integer number 

m measured value; spectra) content of order m (not necessarily integer) 

max maximum value 

min minimum value 

n harmonic order: running number (integer) 

g,n harmonic group order associated with harmonic order n 

g, 1 harmonic group order associated with the fundamental 

sg,n harmonic subgroup order associated with harmonic order n 

sg, 1 harmonic subgroup order associated with the fundamental 

ig,n interharmonic group above harmonic order n 

isg,n interharmonic centred subgroup above harmonic order n 

nom nominal value 

r rated value 

£ sampled; synchronised 

1 fundamental 



4 General concepts and common requirements for all types of instrumentation 

4.1 Characteristics of the signal to be measured 

Instruments for the following types of measurement are considered: 

a) harmonic emission measurement; 

b) interharmonic emission measurement; 

c) measurements above the harmonic frequency range up to 9 kHz. 

Strictly speaking, harmonic measurements can be performed only on a stationary signal; 
fluctuating signals (signals varying with time) cannot be described correctly by their 
harmonics only. However, in order to obtain results that are inter-comparable, a simplified and 
reproducible approach is given for fluctuating signals. 

4.2 Accuracy classes of instrumentation 

Two classes of accuracy (I and II) are considered, to permit the use of simple and low-cost 
instruments, consistent with the requirements of the application. For emission tests, the upper 
class I IS required if the emissions are near to the limit values (see also note 2 of table 1). 

4.3 Types of measurement 

Requirements for harmonic and interharmonic measurements are given. Measurements in the 
frequency range up to 9 kHz are also considered. 
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4.4 General structure of the inetrument 

New designs of instrument are lil^ely to use the discrete Fourier transform (DFT), normally 
using a fast algorithm called fast Fourier transform (FFT). Therefore this standard considers 
only this architecture but does not exclude other analysis principles (see clause 6). 

The general structure is represented in figure 1. An instrument may or may not comprise all 
the blocks and outputs given. 

4.4.1 Main instrument 

The main instrument comprises 

- input circuits with anti-aliasing filter, 

- A/D-converter including sample-and-hold unit, 

- synchronisation and window-shaping unit if necessary, 

- DFT-processor providing the Fourier coefficients a^ and b„ ("OUT 1"). 

It is complemented by the special parts devoted to current assessment and/or voltage 
assessment. 

NOTE 1 For further details, see 5.5. 

NOTE 2 For the analysis of harmonics and interharmonics, the signal f(t) which has to be analysed is pre-treated 
to eliminate frequencies higher than the operating range of the instrument. 

For full compliance with this standard, the window width shall be 10 (50 l-iz systems) or 12 
(60 Hz systems) periods with rectangular weighting (see also clause 7). Manning weighting is 
allowed only in the case of loss of synchronisation. This loss of synchronisation shall be 
indicated on the instrument display and the data so acquired shall be flagged. 

The time window shall be synchronised with each group of 10 or 12 cycles according to the 
power system frequency of 50 l-iz or 60 Hz. The time between the leading edge of the first 
sampling pulse and the leading edge of the (Af+1)th sampling pulse (where Mis the number of 
samples; see 3.5.1) shall be equal to the duration of the specified number of cycles of the 
power system, with a maximum permissible error of ±0.03%. Instruments including a phase- 
locked loop or other synchronisation means shall meet the requirements for accuracy and 
synchronisation for measuring at any signal frequency within a range of at least ±5% of the 
nominal system frequency. However, for instruments having integrated supply sources, so 
that the source and measurement systems are inherently synchronised, the requirement for a 
working input frequency range does not apply, provided the requirements for synchronisation 
and frequency accuracy are met. 

The output (OUT 1, see figure 1) shall provide the individual coefficients a„ and b„ of the 
DFT, for the current or voltage, i.e. the value of each frequency component calculated. 
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Figure 1 - General structure of the measuring instrument 

A further output, not necessarily from the DFT, shall provide the active power P evaluated 
over the same time window used for the harmonics. For the harmonic emission measurements 
according to lEC 61000-3-2, this power shall not include the d.c. component. 

NOTE 3 The active power P is provided as input to the smoothing process, not to the grouping process. 

NOTE 4 Measurement of the d.c. components and of the power associated with them may be included as an 
option but Is not required by this standard. 

4.4.2 Post-processing parts 

As required by emission standards, additional operations on the raw data like smoothing and 
weighing of the raw results are performed in successive parts of the instrument. 



If output values are to be related to a corresponding value (fundamental, declared or nominal 
values), this normalization shall be performed only after these additional smoothing 
procedures. 
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5 Harmonic measurements 

5.1 Current input circuit 

The input circuit shall be suitable for the currents to be analysed. It shall provide a direct 
measurement of the harmonic currents and, in addition, should have a low-voltage high- 
impedance voltage input which may be associated with external resistive shunts (or a 
combination of current transformers with resistive shunts). Appropriate input circuit 
sensitivities range from 0,1 V to 10 V, with 0,1 V being the preferred value, provided they 
comply with the requirements given in 5.3. 

NOTE For current measurements directly in the circuit, it may be advisable, but is not required, to provide tlie 
following nominal r.m.s. input current measurement ranges l^om- 0,1 A ; 0,2 A ; 0,5 A ; 1 A ; 2 A ; 5 A ; 10 A ; 20 A ; 
50 A ; 1 00 A. 

The power absorption of the current input circuit shall not exceed 3 VA for class II 
instrumentation. For class I instrumentation, the r.m.s. input voltage drop shall not exceed 
0,15V. 

Each current input circuit shall be able to be continuously stressed by 1,2/^0^ and a 
stressing by 10 /nom ^°^ "• s shall not lead to any damage. 

The instrument shall be able to accept input signals with a crest factor up to 4 for the ranges 
up to 5 A r.m.s., 3,5 for the 10 A r.m.s. range and 2,5 for higher ranges. 

An overload indication is required. 

The overall accuracy requirements are stated in table 1. 

For other requirements, see clause 8. 

NOTE A d.c. component is often associated with the distorted current to be measured; such a d.c. component 
may produce large errors In input current transformers. The manufacturer should indicate in the instrumentation 
specifications the maximum allowed d.c. component so that the additional influence error does not exceed the 
stated accuracy. 

5.2 Voltage input circuit 

The input circuit of the measuring instrument shall be suitable for the maximum voltage and 
the frequency of the supply voltage to be analysed and shall keep its characteristics and 
accuracy unchanged up to 1 ,2 times the maximum voltage. A crest factor of at least 1 ,5 is 
sufficient for measurements, except for highly distorted voltages in industrial networks, for 
which a crest factor of at least 2 may be necessary. An overload indication is required in any 
case. 

Stressing the input for 1 s by an a.c. voltage of four times the input voltage setting or 1 kV 
r.m.s., whichever is less, shall not lead to any damage in the instrument. 

IVIany nominal supply voltages between 60 V and 690 V exist, depending on local practice. To 
permit a relatively universal use of the instrument for most supply systems, it may be 
advisable for the input circuit to be designed for the following nominal voltages: 

f^nom : 66 V, 115 V, 230 V, 400 V, 690 V for 50 Hz systems 

Unom '• 69 V. 120 V, 240 V, 277 V, 347 V, 480 V, 600 V for 60 Hz systems. 
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NOTE 1 In association with external voltage transformers, additional ranges may also be useful (100 V, lOO/'JS V, 
110/V3 V) 

NOTE 2 Inputs with higher sensitivity (0,1 V; 1 V; 10 V) are useful for operation with external sensors. The input 
circuit should be capable of accepting an input signal with a crest factor of at least 2. 

The power absorption of the input circuit shall not exceed 0,5 VA at 230 V. If high-sensitivity 
inputs (less than 50 V) are provided, their input resistance shall be at least 10 kQ/V. 

Care should be taken that the high value of the fundamental (supply frequency) voltage as 
compared to the other voltage components to be measured does not produce overload 
causing damage or intermodulation signals in the input stages of the instrument. Errors so 
caused shall be below the stated accuracy. An overload indication shall be provided. 

5.3 Accuracy requirements 

Two classes of accuracy are suggested for instrumentation measuring harmonic components. 
The maximum allowable errors given in table 1 refer to single-frequency and steady-state 
signals, in the operating frequency range, applied to the instrument under rated operating 
conditions to be indicated by the manufacturer (temperature range, humidity range, instrument 
supply voltage, etc.). 

NOTE When testing appliances according to lEC 61000-3-2, the uncertainty terms are related to the permissible 
limits (5 % of the permissible limits) or to the rated current (7^) of the tested appliance (0,15 % I,), whichever is 
greater. This should be considered when choosing the proper input current range of the measuring instrument. 

Table 1 - Accuracy requirements for current, voltage and power measurements 



Class 


Measurement 


Conditions 


Maximum error 


1 


Voltage 


t/„>1%[/nom 


±5% U„ 
±0,05% f/„o^ 


Current 


In. ^ 3% /„om 
L < 3% /nom 


±5%/„ 
±0,15%/„om 


Power 


P„> 150 W 
i'„<150W 


±1,5W 


II 


Voltage 


U„ > 3% l/„om 

U„ < 3% ?/„,„ 


±5% U„ 
±0,15% f/„,„ 


Current 


/„, > 10 % ;„<,„ 

/.<10%;nom 


±5% /„ 
±0,5% /„om 


I„om- Nominal current range of the measurement instrument 
t/non,: Nominal voltage range of the measurement instrument 
Ui„ and 4, : Measured values 


NOTE 1 Class 1 instruments are recommended where precise measurements are 
necessary, such as for verifying compliance with standards, resolving disputes, etc. Any 
two instruments that comply with the requirements of Class 1, when connected to the 
same signals, produce matching results within the specified accuracy {or indicate an 
overload condition). 

NOTE 2 Class 1 instruments are recommended for emission measurements, Class II is 
recommended for general surveys, but can also be used for emission measurements if 
the values are such that, even allowing for the increased uncertainty, it is clear that the 
limits are not exceeded. In practice, this means that the measured values should be 
lower than 90% of the allowed limits. 

NOTE 3 Additionally, for Class 1 instruments, the phase shift between individual 
channels should be smaller than n x I". 
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Frequencies outside the measuring range of tfie instrument shall be attenuated so as not to 
affect the results. To obtain the appropriate attenuation, the instrument may sample the input 
signal at a frequency much higher than the measuring range. For example, the analysed 
signal may have components exceeding 25 kHz, but only components up to 2 kHz are taken 
into account. An anti-aliasin^g low-pass filter, with a -3 dB frequency above the measuring 
range shall be provided. The attenuation in the stop-baad shall exceed 50 dB. 

NOTE For example, a 5th order Butterworth filter achieves 50 dB attenuation at approximately three times the 
-3 dB frequency. 

When it is necessary to assess harmonics with an order greater than 15 and with a rated 
current greater than 5 A with the minimum uncertainty, it is advisable to use external shunts 
or current sensors matched to give a range equal to the rated current of the tested equipment. 

For instrumentation intended for measuring harmonics only, the accuracy requirements apply 
to harmonic components only. 

To achieve the accuracy stated in table 1 some simple adjustment of the instrument, 
according to clear indications to be given by the manufacturer, by means of an internal or 
external calibrator may be required. The uncertainty of the calibrator (if internal) shall be 
specified. 

The errors due to the most important influence factors (temperature, auxiliary mains supply 
voltage, etc.) shall be indicated by the manufacturer for the instrument itself and for the 
internal calibrator if it is provided. 

5.4 Measurement set-up for emission assessment 

The measurement set-up is given in figures 2 and 3. 

Key 

(/$ Source voltage line-neutral 

U EUT terminal voltage 

Zln Impedance of wiring and current sensing part 

EUT Equipment under test 

AU Voltage drop across Zl and Z^ (At/=At/L+Af/,^) 

L Line connection 

N Neutral connection 
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Figure 2 - Measurement set-up for single-phase emission measurement 
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Source voltage line-neutral 

EUT terminal voltage 

Impedance of wiring and current sensing part 

Equipment under test 

Voltage drop across 2^ and Z^, (Af/=Af;L*AC/N); 
For interphase connection, AC/ =2 x ac/l 

Line connections 

Neutral connection 



Figure 3 - Measurement set-up for three-phase emission measurements 
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While the measurements are being made, the test voltage t/at the terminals of the EUT shall 
meet the following requirements. 

a) The long-term stability of the test voltage shall be maintained within ±2 % of the selected 
value and the frequency shall be maintained within ±0,5 % of the selected value. If the 
EUT has a specified supply voltage range, the test voltage shall correspond to the nominal 
voltage of the power syjstem expected to supply the equipment (for example, 230 V line- 
neutral, corresponding to 400 V line-line). For a three-wire, three-phase connection, an 
artificial neutral point realised with three resistors matched within 1 % may be used if the 
neutral conductor is not available from the source. The purpose of the artificial neutral 
point is to permit voltage and power-per-phase measurements to be made in a line-to- 
neutral configuration as well as line-to-line. The errors introduced into measurements of 
EUT currents, during emission tests by the loading effect of the voltmeter part of the 
instrument and any installed artificial neutral network shall not exceed 0,05 %. 

NOTE In many cases the artificial neutral is not required, but if It is, several approaches can be used. It may 
be provided by the three input impedances of the voltmeters in the measuring instrument. Alternatively, the 
artificial neutral may effectively consist of the combined effect of an explicit network plus the input Impedances 
of the voltmeters in the measuring instrument. It is also possible that the artificial neutral network, if it is 
present, and the input Impedances of the voltmeters may be so connected as not to introduce any errors in 
current measurements (because the loading occur-s on the source side of the current transducer). In still other 
cases, errors introduced by the loading effect of the artificial neutral network and the input impedances of the 
voltmeters in the Instrument may be adequately compensated by regulating feedback loops in the source such 
that errors that otherwise might be introduced do not, in fact, occur. Many other configurations may be 
satisfactory, provided the required uncertainty is not exceeded. 

b) For a three-phase supply, the three line voltages shall have a phase relationship of 0°; 
120° ± 1,5°; 24a°± 1,5°. 

c) The voltage harmonic distortion of the EUT test voltage U shall not exceed the following 
values with the EUT connected and operating under the specified test conditions: 

- 0,9% for a harmonic of order 3; 

- 0,4% for a harmonic of order 5; 

- 0,3% -for a harmonic of order 7; 

- 0,2% for a harmonic of order 9; 

- 0,2% for even harmonics of order from 2 to 10; 

- 0,1% for harmonics of order from 1 1 to 40. 

d) The peak value of the test voltage shall be within a range of 1,40 times to 1,42 times its 
r.m.s. value and shall be reached between 87° and 93° after the zero crossing. 

e) The voltage drop AU across the impedance of the current sensing part and the wiring shall 
not exceed a peak voltage of 0,5 V. 

Equipment power, if required, shall be measured using the EUT terminal voltage U in figure 2 
or figure 3 and the current into the EUT. For sources that include the current sensing part, 
equipment power shall be measured using the voltage at the source output terminals and the 
current into the EUT. In this case, the voltage shall be measured on the EUT side of the 
current sensing part on the presumption that the source is regulated at its output terminals. 

5.5 Assessment of harmonic emissions 

The following relates to the post-processing parts of figure 1. 
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5.5.1 Grouping and smoothing 

For the assessment of harmonics, the output (OUT 1; see figure 1) of the DFT Is first grouped 
to be the sum of squared intermediate lines between two adjacent harmonics according to 
equation 8, visualized in figure 4. The resulting harmonic group of order n (corresponding to 
the centre line in the hatched area) has the magnitude G^„ (r.m.s. value). 



r- 

G^ = — 



4 r-il 

,=-4 ^ 

5 






g.n 



{50 Hz system} 
{60 Hz system} 



(8) 



i=-5 



In these equations, C^t+j '^ **^® r.m.s. value of the spectral component corresponding to an 
output bin (spectral line) of the DFT, and Gg„ is the resulting r.m.s. value of the harmonic 
group. 



Harmonic 
order 



Harmonic 
group 

n + 2 




Interharmonic 
group 

M + 4 




DFT output 

— ► 



«+1 n+2 n+3 n+4 rt+5 n+6 



Figure 4 - Illustration of harnvonic and interharmonic groups 
(shown here for a 50 Hz supply) 

NOTE The grouping of interharmonics is illustrated in figure 4 only to clarify the definitions (see annex A for 
interharmonic current assessment). 

A smoothing of the signal shall be performed over the r.m.s. value G^^ of each harmonic 
order, according to equation 8 (OUT 2a of figure 1), using a digital equivalent of a first-order 
low-pass filter with a time constant of 1,5 s, as shown in figure 5. 



Input 




Output 



Figure 5 - Realisation of a digital low-pass filter: z^ designates a time window delay, 
crand ;9are the filter coefficients (see table 2 for values) 

For the fundamental component Gj (if required, as, for example, for Class C in lEC 61000-3-2 
and possibly for distortion factors), the same smoothing of the r.m.s value G^ from OUT 1 
shall be performed. 
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For the active power P and the power factor (if required as, for example, for Classes C and D 
in lEC 61000-3-2), a similar smoothing of the modulus of the active power values from OUT 1 
shallbe performed. 

NOTE The modulus was chosen in order to accommodate regenerative systems. 

To coordinate with surveys of harmonic voltages, it is highly recommended to provide a 
further type of smoothing, where the output is derived from the components according to 
equation 8 as an average over 15 contiguous time windows, updated either every time window 
(about each 200 ms) or every 15 time windows (about each 3 s). 

5.5.2 Compliance with emission limits 

Assessment of compliance with emission limits (OUT 2b) shall be performed by statistical 
handling of the data according to the conditions given in the relevant standards, such as 
I EC 61000-3-2. 

If the emrssion limits include distortion factors (other than THD) according to 3.3, they shall be 
calculated using the values of OUT 2a. 

5.6 Assessment of voltage harmonic subgroups 

The Fourier transform analysis assumes that the signal is stationary. However, the voltage 
magnitude of the power system may fluctuate, spreading out the energy of harmonic 
components to adjacent interharmonic frequencies. To improve the assessment accuracy of 
the voltage, the output components C^. for each 5 Hz of the DFT shall be grouped according to 
equation 9 and figure 6: 
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Figure 6 - Illustration of a harmonic subgroup and an interharmonic centred subgroup 

(of a 50 Hz supply) 

NOTE Further smoothing procedures to assess voltage subgroups are specified in lEC 61000-4-30. 

6 Other analysis principles 

The fact that this standard specifies a DFT instrument as the reference instrument does rrot 
preclude the application of other analysis principles, such as (digital) filter banl(s or even 
other analysis principles such as wavelet analysis. 
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Also, especially for low-cost instruments, a shorter time window, possibly only one period 
long, can be considered. However, such instrumentation should not be used for assessing the 
compliance of non-stationary signals with emission limits, as such signals cannot be assessed 
in this way. 

Specifications of instruments based on an alternative analysis principle shall state the range 
of uncertainty caused by all influence factors including the non-stationary characteristic of the 
signal, the aliasing phenomenon and the failure of synchronisation. The uncertainty shall be 
such that the requirements of clause 5 are met. 



7 Transitional period 

The use of existing measuring instruments based upon the requirements given in 
lEC 61000-4-7 (1991) continues to be permitted until the next revision of this standard. 
However, measurements performed with such instruments shall be marked with "Measuring 
instrumentation according to lEC 61000-4-7, 1991" 

For measurements performed with instrumentation using 16-cycle windows according to 
lEC 61000-4-7 1991, the procedure of the smoothing (OUT 2b of figure 1) shall be modified 
according to the entries in table 2. The filter shall be realised as shown in figure 5. 

Table 2 - Smoothing filter coefficients according to the window width 



Frequency 


Cycles N in window 


Sampling rate 


a 


P 


50 


10 


~ 1/200 ms 


8,012 


7,012 


60 


12 


= 1/200 ms 


8,012 


7,012 


50 


16 


~ 1/320 ms 


5,206 


4,206 


60 


16 


« 1/267 ms 


6,14 


5,14 


NOTE Coefficients for 10/12 cycle windows and the sampling rate are given for reference to 
figure 5. 



8 General 

The manufacturer shall specify the rated operating conditions and possibly the magnitude of 
error introduced by changes in 

- temperature; 

- humidity; 

- instrument supply voltage and related series interferences; 

- common-mode interference voltage between the earth connection of the instrument its 
input circuits and the auxiliary supply voltage; 

- static electricity discharges; 

- radiated electromagnetic fields. 

NOTE In applying lEC 61010-1 for safety and Insulating requirements, it should be taken Into account liiat the 
input circuits (voltage as well as current) may be directly connected to the mains supply voltages. 
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Annex A 

(informative) 



Measurement of interharmonics 



Interharmonic components are caused primarily by two sources: 

- variations of the amplitude and/or phase angle of the fundamental component and/or of 
the harmonic components, for example, inverter drives; 

- power electronics circuits with switching frequencies not synchronised to the power supply 
frequency, for example, a.c./d.c. supplies and power factor correctors. 

Possible effects are, for example: 

- noise in audio amplifiers; 

- additional torques on motors and generators; 

- disturbed zero crossing detectors, for example, in dimmers; 

- additional noise In Inductive coils (magnetostriction); 

- blocking or unintended operation of ripple control receivers. 

The measurement set-up is based on the general description given in clause 4. 

Interharmonic components usually vary not only in magnitude but also In frequency. A 
grouping of the spectral components in the interval between two consecutive harmonic 
components forms an interharmonic group. This grouping provides an overall value for the 
interharmonic components between two discrete harmonics, which includes the effects of 
fluctuations of the harmonic components. Equation A1 or A2, depending on the supply 
frequency, permits the calculation of the value of the interharmonic group: 

Cj „ = X^'+' (^° ^^ P°^®'' system) (A1 ) 

11 

^L" = Z ^^^' <^° ^^ P^^^"" system) (A2) 

;=1 

NOTE In this context, ig.n is the interharmonic group of order n (see figure 4 and 3.4.2). For the purposes of this 
standard, the r.m.s. value of the Interharmonic group between the harmonic orders « and w+1 is designated as ' 
r,^„ ', for example, the group between n = 5 and n = 6 is designated as C,gy 

The effects of fluctuations of harmonic amplitudes and phase angles are partially reduced by 
excluding from equations A1 and A2 the components immediately adjacent to the harmonic 
frequencies. Also, to determine the r.m.s. values L,^g„ of interharmonic centred subgroups the 
components, that is, the output data at 0UT1 of the DFT in figure 1, are regrouped as follows 
(see 3.4.3): 

8 

CLn = Tj^L (50 Hz power system) (A3) 

10 

^L' =T^L- (60 Hz power system) (A4) 
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In these equations, 0^+, is tlie r.m.s. values of the corresponding spectral components 
obtained from the DFT that exceed the frequency of the harmonic order «, Cj^g^ is the r.m.s. 
value of the interharmonic centred subgroup of order «, (for example, the subgroup between 
n = 5 and « = 6 is designated as Cjgg 5). See figure 6 and 3.4.3. 

NOTE 1 Since non-stationary harmonics cause 'sidebands' close to the harmonics, the components (fc - 1 and 9 
or 1 1) directly adjacent to the considered harmonics may represent amplitude or phase-angle variations. They are, 
therefore, excluded from the interharmonic group in order to give the interharmonic centred subgroup. See also 
figure 6. 

NOTE 2 If only harmonics are evaluated, the grouping equation 8 applies. If harmonics and interharmonlcs are 
evaluated separately (such as for the assessment of equipment prone to produce interharmonics), the 
interharmonic components (/ = -1 and +1) directly adjacent to a harmonic are grouped together with this harmonic 
to form a harmonic subgroup of order n, w/hereas the remaining interharmonic components (/ = 2 to 8 or 10) form 
the interharmonic centred subgroup of order n according to equation A3 or A4. See also figure 6. 

The smoothing of the interharmonic centred subgroups is performed in the same manner as 
that used for the harmonic measurement (see 5.5.1). A smoothing of the single interharmonic 
components is not recommended, 

NOTE Further smoothing procedures are described in lEC 61000-4-30. 

The accuracy requirements are identical to those. given for measuring harmonics (see 
table 1). 
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Annex B 

(Informative) 



Measurements above the harmonic frequency range up to 9 kHz 



B.1 General 

Components in signals (currents or voltages) with frequencies exceeding the harnnonic 
frequency range (approximately 2 kHz) but below the upper limit of the low-frequency range 
(approximately 9 kHz) are due to several phenomena, for example: 

- pulse-width modulated control of power supplies at the mains side connection 
(synchronous or asynchronous to the frequency of the mains), such as used in "power 
factor correcting systems"; 

- emissions, such as mains signalling; 

- feed-through of components from the (load side) output to the (supply side) input of power 
converters; 

- oscillations due to commutation notches. 

These components can be at a single frequency or broadband. 

B.2 Measurement methods 

The measurement of these components does not require a high resolution in the frequency 
domain. Instead, it is customary to group the energy of the signal to be analysed into 
predefined frequency bands. In accordance with the measurements performed in the higher 
frequency bands (see CISPR 16-1), the bandwidth for the grouping of these emissions should 
be fixed at 200 Hz. The centre frequency of the first possible group is 2,1 kHz. 

For the frequency analysis, the DFT method (linked to the methods described in clause 4), 
and for the grouping procedure a method similar to that described in 5.5.1, are under 
consideration. The DFT method is suitable for voltage and current measurements whereas 
CISPR 16-1 considers only voltages. 

B.3 Basic instrument 

For measurements in this higher frequency range, a discrete Fourier transform can be 
performed according to 4.4.1. 

NOTE The frequency range of exterrhal voltage and current sensors should be appropriate for measurements up 
to 9 kHz. 

In view of the low level of the signal to be measured, a filter can considerably decrease the 
uncertainty of the measurement by attenuating the amplitudes of the fundamental and of 
components above 9 kHz. The attenuation for the fundamental frequency should exceed 
55 dB. 

The sampling frequency should be chosen in accordance with the established rules of signal 
analysis such that frequency components up to 9 kHz inclusive can be measured. For this 
type of analysis, the sampling aeed not be synchronised to the fundamental period of the 
supply. A rectangular data acquisition window with a width of 100 ms can be used 
corresponding to approximately 5 (6) fundamental periods of 50 Hz (60 Hz) systems. In 
consequence, the frequency separation between consecutive measured components Cy is 
10 Hz. 
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NOTE The r.m.s. value of the component at the frequency/ is C^, e.g. C3160 's the r.m.s. value of the component 
at 3160 Hz. 

The output of the raw DFT (OUT 1 in figure 1) is grouped in bands of 200 Hz (see figure B.I), 
beginning at the first centre band above the harmonic range, of, for example, 2100 Hz. The 
output Gf, of each band is the r.m.s. value according to 



ft+100 



G.=, 



Z c] 



(Bi; 



/=J-90(/fc) 



NOTE 1 The bandwidth has been chosen so that it is in accordance with the bandwidth used in CISPR 16-1 for 
frequencies above 9 kHz. 

NOTE 2 The centre frequency b, for example, 2 100 Hz, 2 300 Hz, 2 500 Hz designates the band. The highest 
centre frequency is 8 900 Hz (see figure B.1). 
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Figure B.I - Illustration of frequency bands for measurement, in the range 2 kHz to 

9l<Hz 

B.4 Measurement set-up 

In addition to the measurement instrument, for emission assessment related to current or 
voltage components, special test circuits should be part of the measurement set-up in order to 
provide repeatability of the measurement results. These circuits which should correctly 
represent the supply system in the relevant frequency range and provide, if necessary, 
separate terminals for the measurement instrument, are also under development and should 
be considered for a future amendment to this standard. 

B.5 Accuracy requirements 

The total uncertainty should not exceed ±5 % of ihe measured value when tested with a 
single-frequency emission in the frequency band considered. 

NOTE Compared to the magnitude of the fundamental current or voltage the components to be measured are 
expected to be in the range of 2 x 10'^ to 5 x 10'^ 
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Annex C 

(informative) 



Technical considerations for grouping metliod 



Measurement methods defined in tliis standard follow from careful consideration and 
balancing of competing objectives (for example, measurement bandwidth and frequency 
resolution). In certain cases, the need for defining a practical measurement results in 
compromises rather than the achievement of the ultimate in precision in characterising the 
signal in question. Considerations for resolution of several particularly difficult issues are 
documented in this annex. 

NOTE In this standard, voltage and current values are r.m.s. unless otherwise stated. 

C.I Power equivalence of time and frequency domain representations of 
signals 

Parseval's relation, also known as the Rayleigh energy theorem, defines the equivalence ot 
signal power (or energy) expressed in the time domain to signal power (or energy) expressed 
in the frequency domain. 

\[g(t)fdt = — \\GUco)fdw (CD 

where 

g(t) is a time function; 

G0o>) is the complex Fourier transform of the function; and 

o}=2nf. 

NOTE Since the power is proportional to the square of a voltage or current the squared signal is understood to be 
the "power" of the signal. For example, if g(0 is assumed to be the time function of a voltage, Jhe physical 
dimension of the left-hand side of the equation (time domain) would be V^ s ("energy"). The Fourier transform 
presents the spectral density of the voltage and. In the example, G(jco} would have the dimension V/Hz or V s, i.e. 
the right-hand side yields also the dimension V^ s ("energy"). 

If the function is not periodic, its spectrum is continuous, but if it is periodic it can be 
represented in a time window r„„ i.e. the infinite repetition of the time window would yield the 
total function g(t). The Fourier transform of this now time-limited signal is no longer 
continuous but consists of spectral lines at a frequency distance of /^,, = 1/r^,,. The product of 

the window time r„, and the squared r.m.s. value, of, of the (conrplex) line at the frequency 

/= ^x/„, represents approximately the "energy" of the continuous spectral density integrated 
over/-/y2 to/-t-/„,/2. The "energy" sum contributed by all spectral lines is equivalent to the 
"energy" of the time function within the window. Dividing the "energy" by the window time r„, 
yields equation (C2): 

^ ] lgit)fdt=±\G,f (C2) 
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where 

the left-hand side corresponds to the average "power" of the time function within the window; 
and 

the right-hand side to the total "power" of all lines within the spectrum. 

A characterrstic of the Fourier transform is that the spectral lines at negative frequencies are 
conjugate complex to the lines at the same positive frequencies, i. e. the "power" spectrum is 
symmetrical about the frequency /= 0. By folding the negative part of the spectrum over the 
positive one, equation (C2) is simplified: 

^ ] [g(t)fdt=^G'^+2f^\G,f (C3) 

^W -T„I2 *=1 

The definition of the amplitude c^ of the Fourier components according to equation (3) of the 
standard is related to T„,/2, not to r,,, (except Cq which is related to T,,,), i.e. c^= 2 x Gj^ or 

C^ = 'I^'xG . Equation (C3) can therefore be rewritten: 

l-^'^f[git)fdt = cl^±\C,\' =t\C,f (C4) 

In practice, the number of coefficients in the sum has to be limited: ft = 1 ... K. If the signal is 
"band-limited" to frequencies /j. < K x/„,, no "power" is associated with coefficients of order 
k> K, and they can be left out of the sum in equation (C4). The frequency/^ should be well 
beyond the operating frequency range of the instrument. 

C.2 Characteristics of digital realisation 

Digital instrumentation is considered in this standard. In order to fulfil the Shannon theorem, 
the time signal should be sampled with a sampling frequency /^ > 2 x/^^ so that - in principle - 
all coefficients up to C^^ can be calculated. The number of samples within a time window is 

7v=/,x-r,,. 

Under the above-mentioned ideal conditions, i.e. the digitized signal is real, periodic and 
band-limited, and the time window is synchronised to the signal period, equation (C4) can be 
written: 



1 ■'^ , •'*'2 



1=1 Y *-=0 



where 

g(tj) are the values of the time function at the sampling points; and 



tj = ix TJN. 



Equation (C5) states that the r.m.s. content of the frequency domain components equals the 
r.m.s. content of the time domain representation of the signal, in this case a sampled and 
digitised form of the signal. Parseval's relation may be usefully employed to ascertain whether 
the power spectrum accurately represents the time domain signal under certain specific 
circumstances. 
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Under the Ideal conditions defined above, the power spectrum calculated by the methods 
defined in this standard, returns the average power of spectral components present in the 
measured signal during a defined time window. The power spectrum exactly represents the 
total power of the signal, the power of the individual frequency components, and the 
frequencies of these components. For practical situations, ideal conditions exist when all 
components of the measured signal are exact harmonics of the "basic" frequency /„, = l/r,,,. 
Because of the strict requirements defined in this standard for synchronisation, these nearly 
ideal conditions occur by definition for the fundamental component of the power system and 
for any components with frequencies which are integer multiples of the "basic" frequency; this 
includes, of course, the harmonics of the fundamental frequency. 

NOTE The "basic" frequency is the reciprocal of the window width. The "fundamental" frequency is the reciprocal 
of the system cycle. 

The width of the time windaw, 7,,, = 200 ms, is defined as 10 or 12 fundamental cycles for 
50 Hz or 60 Hz systems respectively for future designs, and 16 cycles (=320 ms or «267 ms) 
for instruments designed to comply with requirements given in the first edition of lEC 61000-4- 
7. The frequency distance of the spectral lines ("basic" frequency /„,) is therefore =5 Hz or 
=3,125 Hz or =3,75 Hz, respectively. The grouping method according to equation (8) of this 
standard ensures that the total power is accurately evaluated. It takes accourvt of all spectral 
tines and not only the lines ("harmonics") at integer multiples of the fundamental frequency. 
Equation (8) relates only to lines with a distance of «5 Hz and has therefore to be modified if 
other "basic" frequencies are used. By proper application of equation (8) - modified if 
necessary - under ideal conditions, the power spectrum exactly represents the average power 
of the measured signal as defined by Parseval's relation. 

Under less than ideal conditions, for example, where non-harmonic signal content with 
frequencies/^ k x/„, (k: integer number) is present, the phenomenon of spectral leakage acts 
to cause a loss of information about frequency content, but srgnal power generally remains 
accurately represented. Considering the case of a time window equal to 200 ms, non- 
harmonic signal content is present whenever there are inter-harmonic signals at frequehcles 
which are not integer multiples of 5 Hz, for example 287 Hz, or when amplitude fluctuation 
occurs within the analysed time window. The grouping methods defined in this standard assist 
in ensuring that the total power is for the most part accurately evaluated. Allocation of power 
to a specific signal group depends upon the nature of the signals involved. 

A few examples will help to illustrate the point. The examples in C.3 show the effect of voltage 
and current amplitude fluctuation. The interharmonic effects are illustrated in C.4. The 
fundamental component which predominates in practice by far in voltage and current signals 
is left away in the examples in order to use the full scale of the figures for a more clear 
presentation of the interesting spectral lines and the grouping effect. 

C.3 Fluctuating harmonics 

EXAMPLE 1 

Figure C.I illustrates the case of the r.m.s. 5th harmonic current fluctuating from 3,536 A to 
0,7071 A. The step in the current occurs after 21,25 periods of the 5th harmonic. The 
expected calculated r.m.s. current for this case is 2,367 A. The measured 5th harmonic 
(single line) results in only 1,909 A, i.e. neglecting the other lines produces an error of 
19,3%. The measured harmonic subgroup value in this case results In 2,276 A and would 
already reduce the error to 3,84%, but the harmonic group of the measured lines yields a 
value of 2,332 A which corresponds to the small remaining error of only 1 ,47%. 
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Figure C.I - Large 5th harmonic curren^t fluctuation 



EXAMPLE 2 



Power-system harmonic voltages normally result from the combination of emitted harmonic 
currents produced by several non-linear loads. These loads are generally not fluctuating with 
significant correlation. Furthermore, quasi-stationary loads are also connected to the power 
system. Therefore, fast fluctuating harmonic voltage levels with a high fluctuation magnitude 
are an exception and seldom occur on the power system. For example, figure C,2 shows a 
fifth harmonic r.m.s. voltage that reduces from 13,225 V to 9,775 V. In this case, the expected 
total r.m.s. value is 11,37 V, but the single harmonic line is only 11,24 V. The proposed 
algorithms in this standard yield 11,33 V for the subgroup and 11,34 V for the group which 
results in errors of only 0,35 % or 0,24 % respectively. These errors are well below the 
uncertainty of the instrument itself. 
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Figure C.2 - Large 5th harmonic voltage fluctuation 



EXAMPLE 3 



A microwave appliance produces (amongst others) a 3rd harmonic current, for example, 1 A 
during continuous operation. Its average power is controlled by the zero-crossing multi-cycle 
method with, for example, a repetition rate of 5 Hz and a duty-cycle of 50%. Figure C.3 
illustrates the time function of the 3rd harmonic current and the corresponding spectrum. The 
total r.m.s current is 0,707 A. The r.m.s. value of the 3rd harmonic spectral line is 0,5 A which 
results in an error of 29,3 %. The harmonic subgroup yields, however, 0,673 A, and the error 
is only 4,8 %. The harmonic group value is 0,692 A, reducing the error down to 2,0 %. 
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Figure C.3 - Fluctuating 3rd harmonic current of a micro-wave appliance 

rt is evident from these examples that the grouping procedure is well suited to give results 
which are in good conformity with Parseval's equation. 

C.4 Interharmontcs 

EXAMPLE 1 

Communication (signalling) systems may also be connected to the power system. To prevent 
them being disturbed by harmonics, the frequencies used are generally between two harmonic 
frequencies, i.e. interharmonic frequencies. If they are integer multiples of the 'basic' 
frequency/,,, and have a constant magnitude within the time window, then the spectrum shows 
one additional line just at this frequency, and an additional grouping may not be necessary. 
But in order to transmit information tlie signal is modulated. The effect on the spectrum is 
similar to the previous examples, the only difference being that the lines due to the 
modulation are now centred on the signalling frequency. The "interharmonic grouping" 
according to annex A reduces the error in the same manner as the harmonic grouping shown 
in C.3. 

In many cases, signalling frequencies which are not integer multiples of /„, are used. For 
example, figure C.4 shows a communication signal at 178 Hz with constant magnitude of 23 V 
r.m.s. superposed on a third and fifth harmonic of 11,5 V each, which might already exist on 
the system. The discrete Fourier transform, which cannot resolve the line at 178 Hz, spreads 
the energy to the neighbouring lines ("leakage"). In this case, the interharmonic group of order 
3.5 (see annex A) collects the major part of the spread "energy" of the communication signal, 
with a resulting value of 22,51 V, and the error is only 2,15 %. 
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Figure C.4 - Communication signal of 178 Klz together with 3rd and 5th harmonics 

NOTE 1 The "leakage" effect of the signal with non-integer multiple of the 'basic" frequency superimposes 
additional vectors on the vectors of the original harmonics (see figure C.7). The phase angle between the 
additional and the original vector of the same frequency increases (or decreases) by approximately the same 
amount from window to window. Depending on the actual phase angle, the resulting vector may vary between the 
difference and the sum of the vector magnitudes. In the given example, the magnitudes are 11,5V for the original 
vectors and =1,2 V at 150 Hz or =0,4 V at 250 Hz (see figure C.4). The resulting vectors may vary between =10,3 V 
and =12,7 V at 150 Hz and between =11,1 V and «11,9 V at 250 Hz. The r.m.s value of the resulting vector 
evaluated over many contiguous windows equals the "common" r.m.s. value of the original and the additional 
vector, in the example 11,56 V at 150 Hz and 11,51 V at 250 Hz. The smoothing procedure, which is applied after 
the grouping, reduces considerably the variation and provides an average output close to this common r.m.s. 
value. 

NOTE 2 The magnitude of the communication signal will in practice be smaller than in the example, so the 
leakage effect is reduced correspondingly. 

EXAMPLE 2: 

Interharmontcs can also appear in the emission r.m.s. current and consequently In the r.m.s. 
voltage of the supply. They may occur randomly between two contiguous harmonics. For 
example, 9,8 V at 287 Hz, 13,2 V of the 5th harmonic and 10 V of the 6th are shown in figure 
C.5. The "leakage" effect can be seen from the spectrum. The interharmonic group of order 5 
(see 3.4) yields 9,534 V, and the remaining error is 2,7 %. 
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Figure C.5 - interharmonic at 287 Hz, 5th and 6th harmonic 
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EXAMPLE 3 



An electronic motor drive with a varying torque, for example a piston pump, produces a 
5th harmonic voltage on the supply system which fluctuates around the average r.m.s. valjue 
of 10 V with a sinusoidal modulation of 20 % and 5 Hz, figure C.6 a). The total r.m.s. value of 
the time function, evaluated over 0,2 s, is 10,10 V. The spectrum contains the 250 Hz "carrier" 
line with an r.m.s. value of 10 V and the two side-lines at 245 Hz and 255 Hz with 1 V each, 
figure C.6 c). The error of the single line at 250 Hz is 0,99 %, and no error results from the 
harmonic subgroup. 

A communication signal of 9,8 V and 287 Hz may be used on the same system (figure C.6 b)). 
The "leakage" effect in the spectrum (figure C.6 d), follows from the non-Integer number of 
57,4 periods of this signal in the time window of 200 ms. The r.m.s. value of the interharmonic 
group is 9,538 V and the resulting error 2,7 %. 

Both the fluctuating harmonic and the communication signal are superimposed on the voltage 
(figure C.6 e). The total r.m.s. value is 14,07 V. For the grouping of the resulting spectral lines 
different options exist (figure C.6 f). Since the presence of a harmonic at 250 Hz and a signal 
close to 285 Hz is obvious from the envelope of the spectrum, two grouping arrangements are 
reasonable (no line must be counted more than once): 

- interharmonic group with 9,36 V (4,5 % error related to 9,8 V) and harmonic single line 
with 10,16 V (1,6 % error related to 10,0 V) resulting into a total r.m.s. value of 13,81 V 
(1 ,8 % error related to 14,07 V) or 

- interharmonic sub-group with 9,34 V (4,7 % error related to 9,8 V) and harmonic subgroup 
with 10,23 V (1,29 % error related to 10,1 V) resulting in a total r.m.s. value of 13,85 V 
(1,5 % error related to 14,07 V). 

The 2nd grouping corresponds better to the "physics" since the lines at 245 Hz and 255 Hz do 
not fit to the "leakage" envelope. This is clarified if several spectra from contiguous windows 
are observed. 
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a) 5th harmonic with 20 % amplitude fluctuation 



b) Interharmonic at 287 Hz 
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c) Spectrum: 6th harmonic, 20 % amplitude d) Spectrum: Interharmonic at 287 Hz 
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Figure C.6 - {Modulated 5th harmonic and interharmonic at 287 Hz 
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The spectral lines due to the sidebands around the fifth harmonic are those which are mainly 
affected by the leakage effect. For a fluctuating harmonic, the vectors of the components at 
the same distance from the harmonic frequency, i.e. 245 Hz and 255 Hz, have identical 
magnitudes but opposite directions. The magnitudes of the vectors remain constant for 
constant modulation depth but their angles rotate step by step from window to window if the 
modulation frequency is not an integer multiple of the basic frequency. The magnitudes of the 
vectors resulting from the interharmonic at 287 Hz remain also nearly constant but their 
angles change from window to window since the position of the interharmonic within the 
windows changes. The vectors resulting from the combination of the modulation and the 
leakage vary from window to window, of course, in angle and magnitude. Figure C.7 illustrates 
the two components at 5 Hz above and below the 5th harmonic for the time window of figure 
C.6. In this case, the magnitude of the "combined" 245 Hz is increased, and that of the 255 Hz 
vector is decreased, compared to the "modulation" vector. Other time windows would yield 
other angles of the vectors resulting from the 287 Hz signal and, consequently, the 
magnitudes of the "combination" vectors change: The time presentation of the spectrum 
shows fluctuating lines at 245 Hz and 255 Hz, and the average over the time would 
approximate the common r.m.s value of the "modulation" and the "leakage" vector. 



0,5 
0,4 
0,31 
„ 0i2 

(A 

I 0,1 
? 

^-01 

'^ -0,2 
I -03 

f-05j 
-0,6 

-a7 
-as 

-0;9 

-1 



r 



CiQrTpanentsat2S6hk 



Oorrponerte resJtng firan± 2V 
fluctLEtioncf th&liflh \ 



C3nnponertsat245l-fe 



^\ 




0,48V 



CGrrpcnents resiJting from 
the oorrbiretion Gf hsmronc 
fluctustion and irterhanroic 



GGrrpcnert resisting fton the 
9,8 V287 hfc interhamroic 



-1,5 



-a5 



0i5 



1.5 



Reel rmsvalues 



Figure C.7 - Component vectors at frequencies of 245 Hz and 255Hz 



29 



IS 14700 (Part 4/Sec 7) : 2006 
lEC 61000-4-7(2002) 



Bibliography 



lEC 61000-3 (all parts), Electromagnetic compatibility (EMC) - Part 3: Limits 

lEC 61000-3-4:1998, Electromagr)etic compatibility (EMC) - Part 3-4: Limits - Limitation of 
emission of harmonic currents in low-voltage power supply systems for equipment with rated 
current greater than 16A 

lEC 61000-4-30, Electromagnetic compatibility (EMC) - Part 4-30: Testing and measurement 
techniques - Power quality measurement methods^ 

I EC 61010-1:2001, Safety requirements for electrical equipment for measurement, control, 
and laboratory use - Part 1: General requirements 

CISPR 16-1:1999, Specification for radio disturbance and immunity measuring apparatus and 
methods - Part 1: Radio disturbance and immunity measuring apparatus 



2 To be published 

30 



CORRIGENDUM 1 



Page 2 



3.1 Definitions related to frequency 
analysis 

In equation system (3): 

read: 
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